This erratum is to correct Fig. 3 . The corrected version of Fig. 3 is presented here. Figure 3a shows the results of the open-loop experimental campaign, where theoretical and measured changes in O 2 concentration under various flow rate conditions are compared; while
This erratum is to correct Fig. 3 . The corrected version of Fig. 3 is presented here. Figure 3a Figure 3b shows the trend of the O 2 concentration within the extra-adventitial chamber as a function of the O 2 saturation imposed within the de-oxygenator module. Figure 3c shows the results of the experiments carried out to test the system's behavior in transient conditions. The online version of the original article can be found under doi: 10.1007/s10439-015-1434-0. Annals of Biomedical Engineering, Vol. 43, No. 12, December 2015 (Ó 2015 ) p. 3040 DOI: 10.1007 /s10439-015-1454 0090-6964/15/1200-3040/0 Ó 2015 Biomedical Engineering Society
